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Packing List 

www.usenvironmental.com 

Company: 

Contact: 

Phone #: 

Item Serial Number 

556 

Handheld Display 08J100029 

Item Tech QC Item 

10 ' Cable 

Flow Cell 

Barb Kit 

Storage / Cal Cup 

Sensor Guard 

Manual 

Sonde Cap 

Software 

Extra Batteries 

Display Comm. Cable 

Sonde Comm. Cable 

V 

S 

S 

s 

7 

AC Adaptor 

Stand 

D.O Kit 

Calibration Kit 

Weston Solutions 

Order No.: 

Date: 

Technician: 

59075 

3/29/2013 

TL 

C Myers 

#N/A 

Tech QC 

V 

S 

Tech QC 

• 

• 

7 

7 

Calibration Report SDMS DocID 584971 

556 

Parameter 

Conductivy 1000 us/cm 

Accuracy 

(+/-.5%) 

Before 

1038 

0 

After 

1000 

Lot# 

2AI234 

pH 7 Buffer 

pHmV for 7 Buffer 

(+/- -2) 

(0 +/- 50) 

7.13 7.00 

-7.5 

2AE799 

pH 4 Buffer 

pH mV for4 Buffer 

pH 10 Buffer 

pH mV for 10 Buffer 

ORPmV, 237.5 

DO 100% Sat 

0% DO Check 

Turbidity 0 NTU 

Turbidity 126 NTU 

(+/--2) 

(180 +/- 50) 

(+/- .2) 

(-180 +7-50) 

(+/- 20 mV) 

(+/- 2%) 

(+/-2%) 

(+/- 5%) 

(+/- 5%) 

4.19 4.00 

154.9 

10.07 10.00 

-173.9 

102.5 105.90 

103.8% 101.2% 

iiiiiii: 1.70 

2AE820 

2AE901 

12H100487 

2AF141 

12E252975 

12E252459 

This document certifies that US Environmental Rental Corporation has provided this rental equipment and all accessories in good working order. It is the renter's responsibility to: 
a) review all included items upon receipt, b) verify that all items are in acceptable condition and function properly, and c) contact a US Environmental associate immediately if any 
item is missing, damaged, and/or not functioning properly. Any delay in notifying US Environmental will be considered as the Renter taking responsibility for such missing, 
damaged, and/or malfunctioning item. 
Missing, damaged, and/or malfunctioning equipment and accessories will result in additional fees. 
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US Environmental 
Rental Corporation 

(888) 550-8100 

166 Riverview Ave, Waltham, MA 02453(781) 899-1560 

91 Prestige Park Circle, Suite 5, East Hartford, CT 06108<860)289-870o 

5C South Gold Dr, Hamilton, NJ 08691 (609) 570-8555 

1202 Tech Blvd., Suite 108, Tampa, FL 33619(813) 628-4200 
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Packing List 

www.usenvironmental.com 

Company: 

Contact: 

Phone #: 

Item Serial Number 

556 

Handheld Display 09G101656 

Item Tech JQC Item 

Cable 

Flow Cell 

10 ' 

Barb Kit 

Storage/Cat Cup 

Sensor Guard 

Manual 

Sonde Cap 

Software 

Extra Batteries 

Display Comm. Cable 

Sonde Comm. Cable 

S 

S 

s 

s 

V 

• 

• 

AC Adaptor 

Stand 

D.O Kit 

"Calibration Kit 

Weston Solutions 

Order No.: 

Date: 

Technician: 

C Myers 

#N/A 

Tech QC 

S 

S 

Tech QC 

• 

Calibration Report 

556 

Parameter 

Conductivy 1000 ps/cm 

pH 7 Buffer 

pH mV for 7 Buffer 

(+/--2) 

(0 +/- 50) 

7.40 7.00 

-23.0 

pH 4 Buffer 

pH mV for 4 Buffer 

(+/- .2) 

(180 +/- 50) 

4.07 4.00 

146.1 

pH 10 Buffer 

pH mV for 10 Buffer 

(+/- .2) 

(-180 +/- 50) 

10.01 10.01 

-193.4 

ORPmV, 237.5 

DO 100% Sat 

0% DO Check 

Turbidity 0 NTU 

Turbidity 126 NTU 

(+/- 20 my) 

(+/- 2%) 

(+/- 2%) 

(+/- 5%) 

(+/- 5%) 

83.9 

112.0% 

105.90 

101.6% 

1.00 

59075 

3/29/2013 

TL 

0 

Accuracy Before After Lot# 

(+/-.5%) 1014 1000 2AI234 

2AE799 

2AE820 

2AE901 

12H100487 

2AF141 

12E252975 

12E252459 

This document certifies that US Environmental Rental Corporation has provided this rental equipment and all accessories in good working order. It is the renter's responsibility to: 
a) review all included items upon receipt, b) verify that all items are in acceptable condition and function properly, and c) contact a US Environmental associate immediately if any 
item is missing, damaged, and/or not functioning properly. Any delay in notifying US Environmental will be considered as the Renter taking responsibility for such missing 
damaged, and/or malfunctioning item. 
Missing, damaged, and/or malfunctioning equipment and accessories will result in additional fees. 
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(888) 550-8100 

166 Riverview Ave, Waltham, MA 02453(781) 899-1560 
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Packing List 

www.usenvironmental.com 

Company: 

Contact: 

Phone #: 

item Serial Number 

556 

Handheld Display 11K101289 

Item Tech QC Item 

Cable 

Flow Cell 

10 ' 

Barb Kit 

Storage /Cat Cup 

Sensor Guard 

Manual 

Sonde Cap 

Software 

Extra Batteries 

Display Comm. Cable 

Sonde Comm. Cable 

S 

S 

s 

s 

s 

AC Adaptor 

tand 

D.OK.it 

Calibration Kit 

Weston Solutions 

Order No.: 

Date: 

Technician: 

C Myers 

#N/A 

Tech QC 

S 

S 

Tech QC 

/ 

Calibration Report 

556 

Parameter 

Conductivy 1000 ps/cm 

Accuracy 

(+/-.5%) 

Before 

1026 

0 

After 

1000 

pH 7 Buffer 

pH mV for 7 Buffer 

(V- .2) 

(0 +/- 50) 

7.37 7.00 

-21.4 

pH 4 Buffer 

pH mV for 4 Buffer 

(+/- • 2) 

(180+/-50) 

4.03 4.00 

150.5 

pH 10 Buffer 

pH mV for 10 Buffer 

(+/- .2) 

(-180 +/- 50) 

10.00 10.00 

-192.9 

ORPmV, 237.5 

DO 100% Sat 

0% DO Check 

Turbidity 0 NTU 

Turbidity 126 NTU 

(+/- 20 m V) 

(+/- 2%) 

(+/- 2%) 

(+/- 5%) 

(+/- 5%) 

91.1 

104.2% 

105.90 

101.4% 

0.50 

59075 

3/29/2013 

TL 

Lot# 

2AI234 

2AE799 

2AE820 

2AE901 

12H100487 

2AF141 

12E252975 

12E252459 

This document certifies that US Environmental Rental Corporation has provided this rental equipment and all accessories in good working order. It is the renter's responsibility to: 
a) review all included items upon receipt, b) verify that all items are in acceptable condition and function properly, and c) contact a US Environmental associate immediately if any 
item is missing, damaged, and/or not functioning properly. Any delay in notifying US Environmental will be considered as the Renter taking responsibility for such missing, 
damaged, and/or malfunctioning item. 
Missing, damaged, and/or malfunctioning equipment and accessories will result in additional fees. 
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166 Riverview Ave, Waltham, MA 02453(781) 899-i5t» 
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Packing List 

www.usenvironmental.com 

Company: 

Contact: 

Phone #: 

item Serial Number 

556 

Handheld Display 11G100862 

Item Tech QC Item 

Cable 

Flow Cell 

10 ' 

Barb Kit 

Storage/Cat Cup 

Sensor Guard 

Manual 

Sonde Cap 

Software 

Extra Batteries 

Display Comm. Cable 

Sonde Comm. Cable 

S 

S 

s 

s 

s 

y 

/ 
> 

AC Adaptor 

Stand 

D. O Kit 

Calibration Kit 

y 

Weston Solutions 

Order No.: 

Date: 

Technician: 

C Myers 

#N/A 

Tech QC 

• 

S 

Tech QC 

S 

S 

S 

Calibration Report 

556 

Parameter 

Conductivy 1000 ps/cm 

pH 7 Buffer 

pHmV for 7 Buffer 

(+/- 2) 

(0 +/- 50) 

7.44 7.00 

-25.5 

pH 4 Buffer 

pH mV for 4 Buffer 

(+/- -2) 

(180 +/- 50) 

4.03 4.00 

146.2 

pH 10 Buffer 

pHmV for 10 Buffer 

(+/- -2) 

(-180 +/- 50) 

10.02 10.00 

-198.3 

59075 

3/29/2013 

TL 

0 

Accuracy Before After Lot # 

(+/-.5%) 1010 1000 2AI234 

2AE799 

2AE820 

2AE901 

ORPmV, 237.5 (+/-20mV) 86.5 105.90 12H100487 

106.6% DO 100% Sat 

0% DO Check 

(+/- 2%) 

(+/- 2%) 

101.2% 

0.50 

Turbidity 0 NTU 

Turbidity 126 NTU 

(+/- 5%) 

(+/- 5%) 

2AF141 

12E252975 

12E252459 

This document certifies that US Environmental Rental Corporation has provided this rental equipment and all accessories in good working order. It is the renter's responsibility to: 
a) review all included items upon receipt, b) verify that all items are in acceptable condition and function properly, and c) contact a US Environmental associate immediately if any 
item is missing, damaged, and/or not functioning properly. Any delay in notifying US Environmental will be considered as the Renter taking responsibility for such missing, 
damaged, and/or malfunctioning item. 
Missing, damaged, and/or malfunctioning equipment and accessories will result in additional fees. 



LOW-FLOW GROUNDWATER SAMPLING 

YSI METER CALIBRATION SHEET 

(&\) [SITE NAME] J A AD 

STATE] 

]  \ * - X  

Lot 

Parameter 

Expiration 

Dati 

Pre-

Bi 

sampling Calibrations Post-sampli 

Check 

Sp. Cond. %Ji3_ 1,000 microS 

IS pH 7 aAr~m 

pH 4 j&a n. a-
pH 10 6 / > ^  10 I 0 Cl 
ORP it<3rf,o 

DO 100% 
Pre-and post Sampling Chec <s Only 

Sp. Cond. 

DO 
T/tS 100,000 microS 

0% 
f Crz:-S[<?t£ 

NOTES: *2 J. <13 / 7^3 

tt-i •— 
1) YSI Parameters are dependent on temperature. Record water temperature: YSI Probe/water thermometer: & i <^5 / "?•. ^ ̂  
2) DO calibration standard is dependent on barometric pressure. Record barometric pressure/air temperature: / 
3) DOCHRG: pHMV: 7 4 10 

START Member: IpftWcj j Jg tJLtn, Date: _ 
YSI Serial Number: p <2Jt0<£ fag y  I  I t r /fitf %£,3L 

A d d i t i o n a l  C o m m e n t s :  C H I )  ( ^  ;  

C:\Users\imbresc\Documents\YSI Calibration Sheet April 20071 April 2007 



f 

Sp. Cond. 
pH 7 
pH 4 
pH 10 
ORP 
DO 

Sp. Cond. 
DO 

Expiration 

Date 

LOW-FLOW GROUNDWATER SAMPLING 

YSI METER CALIBRATION SHEET 

[SITE NAME] JAW) 

[CITY, STATE] 
%.1 1  *  J / 1 I  ^>qc?xr i  

Calibration 

mdards 12 3 

1,000 micros 

10 

100% 
Pre-and post Sampling Checks Only 

100,000 micros 
0% 

NOTES: *3 "7, si /'7r/ 

1) YSI Parameters are dependent on temperature. Record water temperature: YSI Probe/water thermometer: * 1  1 . 6 ^  ,  T . a  

2) DO calibration standard is dependent on barometric pressure. Record barometric pressure/air temperature: / 
3) DOCHRG: pHMV: 7 4 10 

START Member: _ Date: M/l/Z C j 3  
YSI Serial Number: / /1 /A ( / .c6  

Additional Comments: 7 H3 ) /" 

C:\Users\imbresc\Documents\YSI Calibration Sheet April 20071 April 2007 




